Fenestrated and branched endografts:
assessment of proximal aortic neck fixation
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ABSTRACT

Objective: To investigate proximal fixation characteristics of different aortic
endograft designs: a supra-renally placed fenestrated endograft, a modular
branched endograft, an infrarenal endograft with suprarenal bare stent fixation, and
the gold standard, a conventional hand-sewn anastomosis.
Methods: Ten human cadaveric aortas were obtained at autopsy and transected
20 mm below the renal arteries to mimic an infrarenal aneurysm neck. In random
order, the infrarenal, fenestrated, and branched endografts were deployed into the
aorta. Using a hydraulic material-testing machine, longitudinal load was applied to
the distal end of each endograft until migration occurred, thus defining the
displacement force (DF). Subsequently, a hand-sewn infrarenal anastomosis was
tested in a similar manner.
Results: The median DF was 4.67 N (3.82- 6.37) for the infrarenal endograft, 9.17
N (8.03- 10.81) for the fenestrated endograft, and 16.95 N (14.78- 19.67) for the
branched endograft. The differences in DF between the infrarenal and fenestrated
endografts and between the fenestrated and branched designs were statistically
significant (both p=0.005). The median force to dislodge the graft from the
conventional anastomosis was 89.16 N (71.24- 105.23).
Conclusion: Supra-renally placed endografts, especially with additional branch
grafts, provide improved proximal fixation compared to an infrarenal endograft with
suprarenal bare stent fixation. However, none of the tested endografts approached
the optimal, time proven fixation, the hand-sewn anastomosis.
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Introduction
Long-term performance of a vascular graft in open abdominal aortic aneurysm
(AAA) repair depends on the durability of the anastomosis and graft material. With
the introduction of endovascular aneurysm repair (EVAR), the anastomosis
changed, and, in the process, introduced doubt with regard to its long-term
durability. One of the worrisome complications in EVAR is endograft migration,
which can lead to late type I endoleak, aneurysm enlargement, and eventually
1,2
rupture.
Currently available endografts rely on radial force, appendages such as hooks and
barbs, and suprarenal bare stent deployment for improved fixation. Midterm results
3–6
for these devices show migration rates varying from 0% to 13%. However, the
7,8
incidence of device migration seems to increase with length of follow-up, so
longer term data are needed.
Fenestrated and branched endografts might have a role in improving proximal
fixation. Because they can be deployed further into the non-aneurysmal section of
the aorta without impairing blood flow to the renal and visceral arteries, larger
surface contact between the graft and aortic wall is created. Such complex
endografts are not yet available in regular practice. In future, they might enlarge the
pool of aneurysms anatomically suitable for EVAR. They might also improve EVAR
success in terms of migration for infra- renal aneurysms currently being treated
with standard endografts.
The purpose of this study was to investigate proximal fixation of a fenestrated
endograft and a modular branched endograft in comparison with an infrarenal
endograft with suprarenal bare stent fixation and a conventional hand-sewn
anastomosis.

Methods
Endografts
Three different endograft designs (Fig. 1) based upon the Talent endograft
(Medtronic Vascular, Santa Rosa, CA, USA) were tested for proximal fixation
capacities: (1) an infrarenal endograft with suprarenal bare stent fixation, (2) an
endograft with fenestrations aligning with the renal artery orifices, and (3) a
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branched endograft. The branched endograft was a modular system composed of
a tubular main graft customized with 2 fenestrations to accommodate the separate
renal branch grafts. Branch grafts were composed of a 20-mm-long Bridge
Assurant balloon-expandable stent (Medtronic Inc., Santa Rosa, CA, USA) with a 6
or 7 mm diameter. The stent was covered with an extended polytetrafluoroethylene
(ePTFE) tube over which was molded a silicone flange (Fig. 2). The ePTFE was
held to the stent system by an additional constraining suture that broke when the
integrated stent was balloon expanded. The silicone flange was designed to easily
slide into the fenestration, lock into place, and create a fluid-tight seal between the
main graft and the proximal end of the branch graft (Fig. 3).

Figure 1: (A) An infrarenal endograft placed with the fabric below the lowest renal artery, (B)
a fenestrated endograft, and (C) branched endograft.

Figure 2: The branch graft is made of an e-PTFE tube with a silicone flange (arrowhead)
molded over it; the PTFE is held to the stent system with a constraining suture (arrow) that
breaks during stent expansion.

56

Proximal endograft fixation

Figure 3: Both branch grafts are locked into place and seated within the fenestrations of the
main graft, creating a fluid-tight seal.

Harvesting and preparation of the aortas
At autopsy, 16 human postmortem non-aneurysmal abdominal aortas were
obtained. After harvesting, the aortas were macroscopically classified following the
9
scoring system proposed by Malina et al. : (I) non-atherosclerotic, (II) soft intimal
thickening, (III) calcified plaques along part of the aortic circumference, (IV)
circumferential calcified plaques, and (V) completely calcified, incompressible
aorta. The aortic diameter of each specimen was measured.
For the experiment, aortas classified as II or III were considered suitable for
proximal aortic neck fixation in EVAR. From among the 16 specimens, 10 aortas
harvested from 6 men and 4 women (median age 69 years, range 60-75) were
selected. To mimic an infrarenal aneurysm neck, the aortas were transected 20
mm below the orifice of the lowest renal artery. Both renal arteries were preserved,
with a minimum length of 20 mm each. The aortas were stored in a saline fluid and
maintained below 4C until tests were performed (mean delay 11.4 hours).
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Experimental set-up
Endografts were deployed in the 20-mm aortic neck similar to clinical practice.
Over sizing (20%) and post-deployment dilation (6 atmospheres) were performed.
The implanted grafts were flushed with saline solution at 37C to promote graft
expansion.
Using a hydraulic material testing machine (model 8872, 250-N load cell; Instron
Corporation, Norwood, MA, USA), longitudinal traction was applied to the distal end
of each endograft. The aorta showed elastic elongation due to increasing tension
load. At maximum load, static friction changed into dynamic friction, and the
endograft began to migrate; the force being applied when this point was reached
was defined as the displacement force (DF), given in Newton (N) (Fig. 4).
The 3 endografts were tested in random order, once in each of the 10 aortas. After
each extraction, the aorta was macroscopically examined for injury and, if
necessary, excluded from the test. Thereafter, a 3.0 Prolene hand-sewn
anastomosis was made with each aorta using a Dacron graft, and the force to
dislodge the graft was measured (Fig. 5).

Figure 4: Longitudinal tension load curve of a branched endograft. Notice the increase in
force due to elastic elongation. At maximum tension load, static friction changed into
dynamic friction; this point is defined as the displacement force (DF).
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Figure 5: A conventional anastomosis is placed into the hydraulic material testing machine
and longitudinal traction is applied.

Statistical analysis
The results are presented as the median (range) of the 10 measurements. Multiple
groups were compared using the Friedman test. The Wilcoxon signed rank test
was used to compare 2 devices. P < 0.05 was considered statistically significant.
Statistical analyses were performed with SPSS software (version 11.0; SPSS,
Chicago, IL, USA).

Results
The median DF ranged from 4.67 N (3.82- 6.37) for the infrarenal endograft to
16.95 N (14.78- 19.67) for the branched endograft (Fig. 5). DF for the fenestrated
endograft was 9.17 N (8.03- 10.81). Statistical analysis showed a significant
increase in the DF between the infrarenal and the fenestrated endografts
(p=0.005), as well as between the fenestrated and the branched designs
(p=0.005). The median force to dislodge the graft from the conventional
anastomosis was 89.16 N (71.24- 105.23), which was about 5 times higher than
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the branched endograft. During displacement of the endografts, no macroscopic
damage was seen in the aortic segments; however, displacement of the
conventional anastomosis tore the aorta along the suture line.

Discussion
Successful EVAR requires secure proximal endograft fixation; if it fails, then late
1,2
type I endoleak, aneurysm enlargement, and rupture can occur.
Factors
influencing proximal endograft fixation are aortic neck dilatation due to progressive
aneurysm disease, stent oversizing, pulsatile blood flow causing longitudinal
repetitive displacement forces, and, in certain cases, unfavorable neck
10–14
morphology.
While biological incorporation into the aortic wall is generally
15
inadequate, endograft manufacturers have sought to overcome this deficiency by
introducing mechanical fixation techniques. Besides radial force, currently available
endografts rely on appendages, such as hooks and barbs, and on suprarenal bare
stent deployment for increased surface contact.
Several experimental studies using human cadaveric aortas showed improved
9,16,17
endograft fixation with the addition of hooks and barbs.
These results are
supported by low incidences of migration in patients treated with infrarenal
18,19
endografts with proximal barbs.
However, enthusiasm about hooks and barbs
is somewhat tempered by reports of hook fractures due to material fatigue in EVAR
3,20
patients.
Long-term concerns may also arise with hooks and barbs penetrating
the aortic wall and surrounding structures, although no such event has been
reported to date.
Another important development is suprarenal stent placement. By placing a
proximal uncovered portion across the orifices of the renal arteries, a larger
attachment area is created. According to large series from various centers, short to
21–24
medium-term results for suprarenal bare stent placement are satisfactory.
Due
to these favorable results, suprarenal bare stent placement is increasingly applied
in EVAR. However, concerns remain that stent struts across the renal ostia, with or
without foreign body–induced neointimal hyperplasia, might alter renal blood flow
19,25
and renal function.
Renal infarction and occasional renal artery occlusion have
26–28
been reported in some patients.
More long-term information about these issues
24,29
is essential to ensure the safety of suprarenal endograft implantation.
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A combination of both techniques, i.e., hooks or barbs with suprarenal fixation, has
been described as the best possible fixation in ex vivo experiments, with a DF of
16
~25 N. This observation has also been confirmed by multicenter data reporting a
3,30
low incidence of migration with suprarenal barbed endografts.
To overcome the potential shortcomings of transrenal stent struts, some
31,32
investigators have suggested the use of fenestrated endografts.
By creating
holes in the fabric of the graft, blood flow can be preserved to the renal and, if
needed, visceral arteries. The concept of endograft fenestration has been
33,34
developed into successful clinical application.
Nonetheless, this type of
35
aneurysm repair is associated with a risk of adverse renal events, and when
these grafts are applied to treat aneurysms with very short or absent infrarenal
necks, the risk of endoleak remains. This concern has given rise to the
development of branched endografts with fluid-tight seals between the main and
branch grafts. Reports have been mostly limited to animal studies and incidental
36– 38
case reports.
These procedures have proven technically challenging and time
consuming and are therefore probably less suitable for use in a conventional
endovascular unit. Nonetheless, the modular branched endograft-system described
in this study, although still in pre-clinical development, has proved it can be
39
deployed in a reliable, predictable, and timely manner.
The current study revealed improved proximal fixation for the fenestrated endograft
(median DF 9.17 N) owing to an increased attachment area (with 35 mm length) at
the proximal neck compared to the 20-mm neck of the infrarenal graft. The
increased attachment area and anchorage afforded by the two branch grafts in the
renal arteries resulted in an even better proximal fixation (median DF 16.95 N).
However, in this study, the proximal fixation provided by the endografts was
significantly less reliable than that afforded by the conventional hand-sewn
anastomosis.
Limitations
Although effort was made to reproduce the clinical situation, there are several
limitations to this study design. Similar to other in vitro migration studies, we used a
continuous longitudinal force instead of pulsatile blood flow with repetitive pulling
9,16,17
and pushing forces.
Regarding the suitability of the cadaveric aortic neck, we
believe that our selection of atherosclerotic postmortem aortas at the level of the
renal arteries with a short delay between harvest and test was the optimal means
of mimicking the clinical situation in a living human being. Because of the absence
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of hooks and barbs in these endografts, no impairment of the aortic wall was
discerned. Moreover, all endograft types were tested in a random order, avoiding
selection bias. Nevertheless, caution is warranted when comparing our results with
9,16,17
First, we positioned our devices in the exact location with
the other studies.
regard to the renal arteries similar to the clinical situation, while other studies used
varying aortic neck lengths (2–5 cm) without taking into account the increased
9,16,17
Secondly, while even minimal
attachment area of the bare suprarenal part.
displacement in fenestrated and branched endografts could affect renal perfusion,
we selected the start of displacement as the important force factor; other studies
9,16,17
measured the force to completely dislodge the grafts from the aorta.

Conclusion
Although still technically challenging, fenestrated and branched endografts provide
enhanced proximal fixation strength. As endograft migration and vulnerable renal
perfusion are persisting concerns in EVAR, expansion of the endovascular field
with the introduction of fenestrations and branched endografts in clinical practice
seems worthwhile. Fenestrated endografts, especially with the addition of branch
grafts, combined with adjacent hooks or barbs might approach the gold standard,
the hand-sewn anastomosis.

References
1.

2.
3.
4.

5.

62

Harris PL, Vallabhaneni SR, Desgranges P, et al. Incidence and risk factors
of late rupture, conversion, and death after endovascular repair of infrarenal
aortic aneurysms: the EUROSTAR experience. J Vasc Surg. 2000; 32: 739–
49.
Tonnessen BH, Sternbergh WC, Money SR. Late problems at the proximal
aortic neck: migration and dilation. Semin Vasc Surg. 2004; 17: 288–93.
Greenberg RK, Chuter TA, Sternbergh WC, et al. Zenith AAA endovascular
graft: intermediate-term results of the US multicenter trial. J Vasc Surg.
2004; 39: 1209–18.
Fairman RM, Velazquez OC, Carpenter JP, et al. Midterm pivotal trial results
of the Talent Low Profile System for repair of abdominal aortic aneurysm:
analysis of complicated versus uncomplicated aortic necks. J Vasc Surg.
2004; 40: 1074–82.
Kibbe MR, Matsumura JS, for the Excluder Investigators. The Gore excluder
US multi-center trial: analysis of adverse events at 2 years. Semin Vasc
Surg. 2003; 16: 144–50.

Proximal endograft fixation

6.
7.
8.
9.
10.
11.
12.
13.
14.
15.
16.
17.
18.
19.
20.

Schmittling ZC, McLafferty RB, Danetz JS, et al. The AneuRx modular
endograft device for the treatment of abdominal aortic aneurysms. Overview
of 7 years of clinical use. J Cardiov- asc Surg (Torino). 2004; 45: 301–6.
Cao P, Verzini F, Zannetti S, et al. Device migration after endoluminal
abdominal aortic aneurysm repair: analysis of 113 cases with a minimum
follow-up period of 2 years. J Vasc Surg. 2002; 35: 229–35.
Zarins CK, Bloch DA, Crabtree T, et al. Stent graft migration after
endovascular aneurysm repair: importance of proximal fixation. J Vasc Surg.
2003; 38: 1264–72.
Malina M, Lindblad B, Ivancev K, et al. Endo- vascular AAA exclusion: will
stents with hooks and barbs prevent stent-graft migration? J En- dovasc
Surg. 1998; 5: 310–7.
Resch T, Ivancev K, Brunkwall J, et al. Distal migration of stent-grafts after
endovascular re- pair of abdominal aortic aneurysms. J Vasc Interv Radiol.
1999; 10: 257–64.
Mohan IV, Harris PL, van Marrewijk CJ, et al. Factors and forces influencing
stent-graft migration after endovascular aortic aneurysm repair. J Endovasc
Ther. 2002; 9: 748–55.
Vos AWF, Wisselink W, Marcus JT, et al. Cine MRI assessment of aortic
aneurysm dynamics before and after endovascular repair. J Endovasc Ther.
2003; 10: 433–39.
Liffman K, Lawrence-Brown MMD, Semmens JB, et al. Analytical modeling
and numerical simulation of forces in an endoluminal graft. J Endovasc Ther.
2001; 8: 358–71.
Conners MS, Sternbergh WC, Carter G, et al. Endograft migration one to
four years after endovascular abdominal aortic aneurysm repair with the
AneuRx device: a cautionary note. J Vasc Surg. 2002; 36: 476–84.
Malina M, Brunkwall J, Ivancev K, et al. Endovascular healing is inadequate
for fixation of Dacron stent-graft in human aortoiliac vessels. Eur J Vasc
Endovasc Surg. 2001; 19: 5–11.
Veerapen R, Dorandeu A, Serre I, et al. Improvement in proximal aortic
endograft fixation: an experimental study using different stent-grafts in
human cadaveric aortas. J Endovasc Ther. 2003; 10: 1101–9.
Resch T, Malina M, Lindblad B, et al. The impact of stent design on proximal
stent-graft fixation in the abdominal aorta: an experimental study. Eur J Vasc
Endovasc Surg. 2000; 20: 190–5.
Matsumura JS, Brewster DC, Makaroun MS, et al. A multicenter controlled
clinical trial of open versus endovascular treatment of abdominal aortic
aneurysm. J Vasc Surg. 2003; 37: 262–71.
Sun Z, Zheng H. Effect of suprarenal stent struts on the renal artery with
ostial calcification observed on CT virtual intravascular endoscopy. Eur J
Vasc Endovasc Surg. 2004; 28: 534–42.
Guidoin R, Marois Y, Douville Y, et al. First-generation aortic endografts:
analysis of explanted Stentor devices from the EUROSTAR registry. J
Endovasc Ther. 2000; 7: 105–22.

63

Chapter 5

21.
22.
23.
24.
25.
26.

27.
28.
29.
30.

31.
32.
33.
34.
35.

64

Alric P, Hinchliffe RJ, Picot MC, et al. Long-term renal function following
endovascular aneurysm repair with infrarenal and suprarenal aortic stentgrafts. J Endovasc Ther. 2003; 10: 397– 405.
Izzedine H, Koskas F, Cluzel P, et al. Renal function after aortic stentgrafting including coverage of renal arterial ostia. Am J Kidney Dis. 2002; 39:
730–6.
Lobato AC, Quick RC, Vaughn PL, et al. Transrenal fixation of aortic
endografts: intermediate follow-up of a single-center experience. J Endovasc
Ther. 2000; 7: 273–8.
Bove PG, Long GW, Zelenock GB, et al. Trans-renal fixation of aortic stentgrafts for the treatment of infrarenal aortic aneurysmal disease. J Vasc Surg.
2000; 32: 697–703.
Liffman K, Lawrence-Brown MMD, Semmens JB, et al. Suprarenal fixation:
effect on blood flow of an endoluminal stent wire across an arterial orifice. J
Endovasc Ther. 2003; 10: 260–74.
Lau LL, Hakaim AG, Oldenburg WA, et al. Effect of suprarenal versus
infrarenal aortic endograft fixation on renal function and renal artery patency:
a comparative study with intermediate follow-up. J Vasc Surg. 2003; 37:
1162–8.
Mehta M, Cayne N, Veith FJ, et al. Relationship of proximal fixation to renal
dysfunction in patients undergoing endovascular aneurysm repair. J
Cardiovasc Surg (Torino). 2004; 45: 367–74.
Böckler D, Krauss M, Mannsmann U, et al. Incidence of renal infarctions
after endovascular AAA repair: relationship to infrarenal versus suprarenal
fixation. J Endovasc Ther. 2003; 10: 1054–60.
Sun Z. Transrenal fixation of aortic stent-grafts: current status and future
directions. J Endovasc Ther. 2004; 11: 539–49.
Sternbergh WC, Money SR, Greenberg RK, et al. Influence of endograft
oversizing on device migration, endoleak, aneurysm shrinkage, and aortic
neck dilation: results from the Zenith Multicenter Trial. J Vasc Surg. 2004;
39: 20–26.
Stanley BM, Semmens JB, Lawrence-Brown MMD, et al. Fenestration in
endovascular grafts for aortic aneurysm repair: new horizons for preserving
blood flow in branch vessels. J Endovasc Ther. 2001; 8: 16–24.
Browne TF, Hartley D, Purchas S, et al. A fenestrated covered suprarenal
aortic stent. Eur J Vasc Endovasc Surg. 1999; 18: 445–9.
Greenberg RK, Haulon S, Lyden SP, et al. Endovascular management of
juxtarenal aneurysms with fenestrated endovascular grafting. J Vasc Surg.
2004; 39: 279–87.
Verhoeven EL, Prins TR, Tielliu IF, et al. Treatment of short-necked
infrarenal aortic aneurysms with fenestrated stent-grafts: short-term results.
Eur J Vasc Endovasc Surg. 2004; 27: 477–83.
Haddad F, Greenberg RK, Walker E, et al. Fenestrated endovascular
grafting: the renal side of the story. J Vasc Surg. 2005; 41: 181–90.

Proximal endograft fixation

36.
37.
38.
39.

Wisselink W, Abruzzo FM, Shin CK, et al. Endoluminal repair of aneurysms
containing ostia of essential branch arteries: an experimental model. J
Endovasc Surg. 1999; 6: 171–9.
Hosokawa H, Iwase T, Sato M, et al. Successful endovascular repair of
juxtarenal and suprarenal aortic aneurysms with a branched stent-graft. J
Vasc Surg. 2001; 33: 1087–92.
Tse LW, Steinmetz OK, Abraham CZ, et al. Branched endovascular stentgraft for supra- renal aortic aneurysm: the future of aortic stent-grafting? Can
J Surg. 2004; 47: 257–62.
Vos AW, Linsen MA, Wisselink W, et al. Endovascular grafting of complex
aortic aneurysms with a modular side branch stent-graft system in a porcine
model. Eur J Vasc Endovasc Surg. 2004; 27: 492-7.

65

